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ABSTRACT 



Concepts drawn from the kinetic theory of gases have been u^tilized 
to examine basic phenomena associated with cryopumping and lew densit/ 
flow. Relationships based on conductance have been used to examine the 
significance and interdependence of basic design parameters such as 
pressure, mass in-leakage rate, shielding, geometrical considerations, 
and flow regime. Considerations involved in predicting transition flow 
regime behavior are also discussed. 
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Introduction. 



The current interest in space technology has led to the use of large 
vacuum chambers in applications ranging from low density wind tunnels to 
space simulation chambers. Regardless of application, the basic objective 
has been to maintain a very low pressure environment despite, or in conjunc- 
tion with, a relatively large in-leakage rate of gas. The cryogenic vacuum 
pumping technique, which consists of freezing gas molecules onto a cold 

surface and thereby immobilizing them, has been found to be the most practi- 

1 

cal and economical means of achieving this objective /4/ . 

Information available in the current literature is concerned primarily 
with determining the pumping rates obtainable from unshielded cryosurfaces . 
Much of the data is for cryosurfaces in chambers whose dimensions are large 
compared to the dimension of the cryosurface itself. The in-leakage rates 
utilized are such that free molecule flow prevails and the thermal resistance 
of the ice is not a significant factor. 

In this thesis, concepts drawn from the kinetic theory of gases will 
be utilized to examine the significance of mass flow rate, shielding, geo- 
metry, and flow regime as design parameters. This will be accomplished by 
examining low density flow from the standpoint of conductance. A specific 
objective is to relate these parameters to the prediction of cryogenic vacu- 
um pumping system pressure-flow rate relations. 



Numbers in / / correspond to references found in the bibliography. 
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Kinetic Theory. 

For an understanding of the phenomena associated with low densxt/ gas 



floWj, it is necessary to examine the gas microscopically^ that is^ fior^ the 
point of view of the kinetic theory of gases® The considerations from the 
kinetic theory of gasts which are applicable to our purpose are: (1) the 

gas is composed of very small particles or moleculeSj, and (2) these molecules 
are in constant motion^ the motion being intimately related to temperature® 

Let us consider the case of a large volume of gas contained in such a 
way that it is in equilibrium and microscopically at rest® If ve could 
follow an individual molecule in its motioHj, we would observe it to undergo 
many changes in velocity as it moves about and collides with other molecules 
and the walls of the container. At any given moment j, there fore^ we would 
expect to find the individual molecules moving in all directions and with 
great differences in speed® J, C. Maxwell and L® Boltzmann showed that in 
an equilibrium gas it is possible to determine the way in which the molecular 
velocities are distributed at any given temperature. 

One of the results from the Maxwell -Boltzmann distribution law of Im- 
mediate concern to us is the value of the mean molecular speedy, This 

is derived in any of the standard textbooks /24/ dealing with the kinetic 
theory of gases and is given by the equation^ 




8 R T 1 ^ 

o 



( 1 ) 



2 



We are also interested in knowing the number of molecules which pass 



2 



Numbers in parentheses at right edge of the paper are equation 
numbers . 
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through an imaginary plane of area A located in the interior of a volLu.<e 
of gas. Theory /24/ shows that the number of molecules^ paissing thr* 
unit area in one direction is 

U 

N = n ° (2) 

It has also been shown /24/ that the molecules crossing the plane in a 
given time are distributed in direction in accordance with or 

the cosine law. 

Observations of a gas at rest show that the molecules diffuse through 
the container at a rate much less than their miolecular speed. This be 

explained by assuming that the molecules do not travel continuously Iti 
straight lines but undergo frequent collisions. We may then define a mean 
free path as the average distance traversed by all the molecules between 
successive co Hi sions. It has been shown /6/ that the absolute vlsccsityj 
p , is related to the mean free patl^ X s by^, 



u = c, C a X . 

^ la 



(3) 



where C is a constant of proportionality. By utilizing the value of the 
1 

proportionality constant calculated by Chapman /33/j, we may express the 
mean free path as, 



X 



M 

.499 C U 

a 



(4) 



Figure 1 shows the mean free path of nitrogen as a function of pressure and 



AppendixH contains definitions of several terms common to this field. 



3 



temperature. The necessary values of viscosity were calculated from 
Sutherland’s relation that, 



/j 



JL_L3 

C + T 



i'V* 



(5) 



where for nitrogen, 



K = 13.85 X 10 



and C 



102 . 
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3. Evaporation and Condensation. 

In cryopump design, the primary consideration is the net rate of 
condensation at the cryopump surface. The net rate of condensation is 
the absolute condensation rate less the absolute evaporation rate. 

Let us consider a cryosurface in contact with an equilibrium gas. 

Under these conditions, the rate at which molecules strike the surface 
may be calculated from kinetic theory by means of equation (2)« In order 
to determine the absolute condensation rate, we must make allowance for 
those molecules which strike the surface but rebound from it without condens- 
ing. To account for these molecules, we introduce the sticking (or capture) 
coefficient c( , which may be defined as the fraction of the colliding 
molecules which adhere to the cold surface. Therefore, the absolute conden- 
sation rate, N, may be expressed as, 

N' = n — ~ (S . (6) 

The significance of the superscript is that the reference is to a surface 
in contact with an equilibrium gas. 

The relation between a condensed phase and its vapor is a kinetic one. 
Therefore, there is a constant interchange of molecules (and the energy 
associated with these molecules) between the two mediums. ^^Jhen the condens- 
ed phase is in equilibrium with its vapor (that is, the vapor is saturated)^, 
absolute evaporation and condensation are going on at equal rates. If the 
vapor were removed as fast as formed, so as to eliminate condensation entire- 
ly, the maximum possible net rate of evaporation would occur. In this case^ 
the net rate of evaporation would be equal to the absolute rate of evapora- 
tion. We may calculate this absolute rate of evaporation by utilizing the 
fact that, when the condensed phase and its vapor are in equilibrium, absolute 



5 



evaporation and condensation are going on at equal rates and the rate of 
condensation can be calculated from kinetic theory as indicated above« 
Therefore^ the absolute rate of evaporation may be expressed aSj, 

N" = n ^ S " • 

The significance of this superscript is that the reference is to a conderis* 
ed phase in equilibrium with its vaporo It should be noted that the ap= 
plicable pressure in this case is the vapor pressure corresponding to the 
temperature at the surface of the condensed phase„ 
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4. Flow Regime. 

Gas flow characteristics are determined by the relative tendency of 
the molecules to undergo intermolecular collisions or molecule-wall col- 
lisions. It is convenient to consider this tendency by comparing the mean 
free path to a significant dimension of the flow field. At high pressureSg 
where the mean free path is small compared to a characteristic dimension of 
the flow field, collisions between molecules occur more frequently than col- 
lisions of molecules with the walls. Consequently, intermolecular collisions 
predominate in determining the characteristic of the flow. For this type of 
flow, the properties of the gas do not vary appreciably in one mean free 
path and the gas can be considered a continuous medium. The flow is there- 
fore described and analyzed hydrodynamically and is called continuum or vis- 
cous flow. The coefficient of viscosity, which appears in all viscous flow 
equations, reflects the influence of intermolecular interactions. 

At low pressures, the mean free path is large compared to the character* 
istic dimension and the flow of gas is limited by molecular collisions with 
the walls. The analysis of the flow is primarily a problem of geometrical 
nature, and involves determination of the restrictive effect of the walls 
on the free flight of the molecule. Since there are comparatively few inter- 
molecular collisions, each molecule can be considered to act independently 
of any others present. Flow under these conditions is therefore called free 
molecule flow. 

Between the limits of viscous flow and free molecule flow there Is a 
region in which both types of collisions must be considered in order to 
determine the flow characteristics. At the present time there are no analyti- 
cal expressions which satisfactorily describe the flow over this transitional 
region. It Is therefore necessary to describe the flow in this region by 
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empirical methods » 

In order to define these regimes in terms of measurable quantities^ 
we introduce the Knudsen number. This dimensionless parameter is defined 
as the ratio of the mean free path to a characteristic dimension. The 
actual assignment of Knudsen numbers is somewhat arbitrary and depends on 
the source of information. For our purposes^ it is convenient to select 
the diameter (or hydraulic diameter) as the characteristic dimension and 
delineate the ranges /18/ as follows: 

when K < .01. the flow is viscous, 
n ^ ^ 

when K > 10, the flow is molecular, 
n ^ 

when .01 < K < 10, the flow is in the transition 
n 

range. 
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5. 



Conductance , 



Let us assume a system in which gas flow is taking place under in- 
compressible, isothermal, steady state conditions* In what follows 5 , we 
will, for convenience, use a flow rate parameter Q defined as the product 
of the volume flow rate across a plane and the pressure at which this 
volume flow rate is measured. 

Then, 



Q = 

For non« isothermal f low^ equat ion 
conjunction with the perfect gas 



dV 

dt 



( 8 ) 



( 8 ) is well defined only when used in 
law. 



R 

pv = W ~~ T. 
M 



(9) 



By differentiation, 




dW 

dt 




( 10 ) 



and we see that the flow rate parameter Q is a constant for the case of 
isothermal flow. For the case of non- isothernal flow, it is convenient 
to relate Q to the mass flow rate G by the equation, 

G = . (11) 

M 



Now, let us define conductance F as, 



F 




^ 2 > 



( 12 ) 



9 



where is the driving pressureo It is seen that this quantity is 

proportional to the mass rate of flow per unit difference of pressureo 
(a) Molecular Flow 

The theoretical manner of attacking the problem of flow in 
this range and the first experimental verification of the theory are due to 
Knudsen /35/. A brief discussion of Knudsen*s work and the derivation of 
his basic formula for the case of a long tube is contained in reference /24/<, 
For the case of a long, circular tube the rate of flow is 






r 

L 



U (P, 
a 1 



Pj). 



( 13 ) 



Therefore, the conductance for this case is 



F = I 7 u 

t 3 L a 



(14) 



Let us consider the conductance of an orifice. In the section on 
kinetic theory of gases, it is noted that the rate at which molecules pass 
(in one direction) through a plane located in the interior of an equilibrium 
gas is 

U 

N = n A . 

This leads us to the conclusion that 

Q = ^ A (P - P ) . (15) 

4 ^ 

The significant restriction on this formula is that the flow area. A, must 
be small compared to both the mean free path of the gas and the ® container'* 
since the derivation is based on an equilibrium gas. If we consider this 
plane to be an aperture, we see that the conductance of an orifice may be 
expressed as, 
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u 

a 

4 



(16) 



F 

o 



A . 



It may be shown /ll/ that for the case of an orifice located in a 
diaphragm across the exit of a tube^ the effective conductance of the 
orifice may be related to by the relation. 



F 



eff 




F 

o 



(17) 



where A is the area of the orifice and A is the cross-sectional area of 
o 

the tube* 

From a detailed investigation, P. Clausing /36/ related the conduct- 
ance of a circular tube to the conductance F of an orifice of equal area 

o 

by means of a factor known as Clausing’ s K factor, A plot of Clausing’ s 
K factor versus the length to radius ratio is shown in Figure 2. 

The significance of the term ’’long” used in connection with cylindri- 
cal tubes, is that the tube must be of such length that end corrections are 
negligible. The effect of neglecting end corrections may be determined by 
comparing the ratio of the conductance as computed by the long tube formula 
to the true conductance as determined by Clausing. A plot of this ratio as 
a function of length to radius ratio is shown in Figure 3. 

Data for a variety of configurations has been presented by several 
authors /16/, /34/ in a form similar to that used by Clausing. The simplic 
ity of the conductance relationships in the free molecule flow regime is on 
of the great advantages of this system of analysis. 

(b) Viscous Flow 

Under the limitations as noted above^ we may express the 
flow rate through a long circular cube by Poiseuille’s equation, 
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■JM 



(r^ - p^) (18) 



Q ^ 



4 

r 

8 /i L 



P 

a 



where, 

P + P 

p _ 1 2 

a 2 

By equation (12), the conductance for this case is. 



F 

V 




L 



P , 
a 



(19) 



( 20 ) 



The significance of the tube being described as long is that, in this case, 
entrance phenomena may be neglected* Viscous flow entrance effects will be 
ignored except to note that their effect is to lower the flow rate for a 
given pressure difference below the value predicted by equation (18)* 

(c) Transition Flow 

The information available in the current literature on this 

subject is apparently restricted to an empirical relation formulated by 

Knudsen. As a result of a series of measurements of flow in long tubes, 

Knudsen deduced that the conductance can be expressed as, 

■ F 



V 




( 21 ) 



t 



where F^ is the conductance of a long tube in the viscous flow regime 
and F^ is the conductance of a long tube in the molecular flow regime* 
Knudsen® s expression for Z is, 

d M ^ 



1 + 



P R T 

o 



Z = 



1 + 1*24 



M 



( 22 ) 



>( R T P 
o a 
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By utilizing the kinetic theory relation for viscosity^, equation ( 22 ) can 



be written as. 



Z = 



1 4 - 



1.254 

K 

n 



1 + 1.548 

K 

n 



(23) 



By substitution of equations (23), (20), (14), and (3) into equation (18) 
and rearranging, we obtain 



1.254 

F .0736 K 

? = ~~r~ ^ 1 

. 1,548 

1 . 

n 



(24) 



F/F, as a function of K is shown in Figure 3. 
f n 

For the purpose of this thesis it is necessary to predict the vaxia- 
tion of conductance with flow regime for various configurations. Ihe re* 
marks which follow give an indication of some of the concepts involved. 

We have previously mentioned that our discussion will be concerned 
with flow regime. In order to simplify our remarks, we relate flow regime 
to Knudsen number and in turn relate Kmidsen number to the determination of 
an appropriate characteristic dimension. 

We also note that our flow may be either internal flou (as flow in a 
long tube) or submerged flow (a cryosurface is normally ’’submerged’* in the 
condensable gas). In order to compare these situations, it Is advantageous 
to use one type of a dimension. This is done by utilizing a pseudo*hydrau- 
lie diameter for the case of submerged flow. This hydraulic diameter is 
defined by considering the largest projected area of any three dimensional 
figure as a flow area and then calculating the hydraulic diameter by the 



13 



usual method. 



We will limit our discussion to characteristics of orifices and long 
tubes since the characteristics of any other configuration should fall 
between these two. 

Let us first consider the case of the long tube. By examining Kr-uisen'^s 
expression for the variation of conductance as a function of Knudsen number^ 
we see that: 

(1) The characteristic dimension is proportional to the tube 

diameter. 

(2) The complete transition from free molecule flow to viscous 
flow occurs over a range of Knudsen numbers of approximately two orders of 
magnitude. 

The case is now considered of a cryosurface in a container whose dimen- 
sions are large compared to the cryosurface dimensions. In this situation^ 
the cryosurface can be considered submerged and we use a pseudo-hydraulic 
diameter as previously defined. We first note that the cryosurface is 
considered to be in free molecule flow only so long as equation (2) ap- 
plies. Alternatively, the cryosurface is in the free molecule regime only 
so long as there is no bulk motion toward it. In connection with this^ we 
note that bulk motion toward the cryosurface will occur when the absence of 
CO Hi sions, due to the lost molecules, becomes significant. From what has 
been stated above, it seems reasonable to conclude that: 

1) Since the rate at which molecules are lost is proportional to 
the area, the characteristic dimension for predicting transition is probably 
a function of the square of the pseudo-hydraulic diameter. 

2) If the characteristic dimension is considered in this light, 
the complete transition from free molecule flow to viscous flow probably 
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occurs over a range of Knudsen numbers of approximately two orders of 
magnitude o 



3) Since the effective area of a cryosurface Is a function 
of the sticking coefficient, it must be taken into account In determining 
transitional behavior, 

(d) Cryosurface Conductance 

This section will be devoted to the case of a cryosurface 
located in a chamber whose dimensions are large compared to the dimensions 
of the cryosurface itself* 

1) Free Molecule Flow* From a consideration of the remarks 
made in Section 3, we deduce that the net molecule flow rate to a cryo- 
surface in the free molecule flow regime may be expressed as the difference 
between N® (equation 6) and N" 9equation 7)« If we use the subscript s 
to designate the surface condition and the subscript i to denote conditions 
in the surrounding medium, we see that the conductance of a cryosurface for 



this case may be expressed 


as, 






R T. 


1 


A 


O 1 




F = 


. 2 ji M . 


L 






(25) 



L S 

Since a cryosurface may be likened to an orifice, the remarks concerning 
orifices in Section 5(a) will apply to a cryosurface* 

2) Viscous Flow Regime. Although no information pertaining 
to this regime is available in the literature, orifice flow theory leads us 
to assume that mass motion toward the cryosurface could, at most, occur at 
the sonic velocity* 

3) Transition Regime. It will be assumed that the velocity 



15 












IV: "™iBi gL W^j 






of mass motion toward the cryosurface varies linearly between the free 
molecule and viscous regimes. 
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6. Discussion of Parameters Influencing Cryogenic Vacuum System Design. 

Since the object of the cryopumping system is to maintain a low pres- 
sure in conjunction with large in-leakage rates^ we are primarily Interested 
in determining the effect of all other parameters on the pressure. Our 
first consideration is the vapor pressure of the condensed phase since 
this pressure fixes the lowest pressure which the system can attain. In 
the remaining discussion, we assume that the solid phase will remain 
tached to the cryosurface. Most of the experimental evidence available in- 
dicates that this is the case. Under high mass flow rates, however, the 
condensed solid may have a tendency to flake off /18/. 

Figure 4 shows the vapor pressure of solid nitrogen as a function of 
saturation temperature. An examination of Figure 4 reveals two signifi- 
cant factors. One of these is that in order to obtain a low pressure it 
is necessary that the cryosurface temperature also be correspondingly lowo 
The cryosurface temperature, in turn, is fixed by the temperature of the 
coolant. Since the rate at which heat can be removed by the cryogenic 
refrigeration system decreases as the coolant temperature is lowered, it 
is essential that the heat load on the cryopump be as small as possible. 
When we consider that the desirec cryopump temperature is approximately 
20 to 30 degrees Kelvin, we immediately see that radiation shielding is 
required in order to minimize the radiation heat load on the cryopump from, 
the surrounding environm.ent . Since the heat load, due to the condensing 
gas, is a direct function of temperature (for exanple, see Figure 5 for 
Nitrogen), it may also be necessary to pre-cool the gas before admitting 
it to the cryopump. 

Figure 4 also shows that a small change in temperature will result in 
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a large pressure change. This indicates, that at relatively large in-* 
leakage rates, factors which affect the surface temperature of the solid 
phase may be significant design parameters. At time zero, imagine the cryo- 
pump to consist of a bare cold wall at some fixed temperature. At some later 
time, a certain mass of gas has condensed on this wall resulting in a build- 
up of the condensed solid. This solid represents a significant resistance 
to heat flow, the magnitude of this resistance being determined by the thick* 
ness of the solid. Therefore, we can see that the rate of change of thermal 
resistance is directly proportional to the mass rate of flow and to the area 
of the condensing surface. If the coolant temperature is considered fixed, 
we see that the temperature at the surface of the solid depends on the rate 
of heat flow through the solid. This heat transfer is made up of three 
components; namely, (1) radiation, (2) heat of vaporization, and (3) sensible 
heat above saturation conditions. If radiation is not a significant factor, 
we see that the surface temperature is directly related to the temperature 
of the gas and its mass flow rate to the cryosurface. This relationship is 
illustrated by Figure 6. 

Let us now consider the pressure adjacent to the cryosurface. Geometri- 
cal considerations (in the sense of the relative dimensions of the cryo- 
surface and surroundings) are significant so we will first consider the case 
where the cryosurface is **small*‘ compared to the containing vessel. The 
conductance of the cryosurface for this case is given by equation (25). 

Since we are interested in a driving pressure, equation (25) will be 
more meaningful if expressed in a mass flow rate form. In terms of mass 
rate of flow, equation (25) is 
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Tt will be recalled that the sticking coefficient ^ Is associated 
with a condensed phase in equilibrium with its vapotc Since experimental 
evidence /!/ ndicates that the sticking coefficient under these conditions 
is nearly equal to one, will be assumed equal to one in the following 

considerat ions. 

IJe see that in order to minimize the driving pressure^ it is desirable 
to increase the sticking coefficient snd conductance area A and decrease 
the inlet gas temperature T^. Depending on the surface temperature and 
inflow rate, the spontaneous emission of cold molecules from the surface of 
the condensed phase may result in cooling the incoming gas so that the cryo- 
pump will in effect see a lower temperature than T,. 

Now, consider the sticking coefficient It has been determined 

/5/ that the sticking coefficient is approximately 0.6 for cryopumping 300 
degrees Kelvin carbon dioxide on a smooth sphere. If fins were installed 
on the sphere, a molecule would tend to make multiple collisions before 
escaping from the cryopump and the effective sticking coefficient would be 
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increased. In connection with adding fins to a cryosurface, it should be 
noted that so long as the mean free path is large compared to the cryosur- 
face dimensions, the effective conductance area will be the area of an 
"envelope*’ surrounding the extremities of the fins rather than the actual 
surface area. 

Let us now consider the effect of geometry on the system. One possibil- 
ity is that the cryosurface dimensions are of comparable size to the flow 
channel leading to it. An example of this might be a cryosurface located 
at the end of a long tube. For this case, equation (17) applies and we 
note that the significant conductance is that of the tube only. 

A second possibility is that the cryosurface may be located very close 
to an obstruction such as a radiation shield. This problem is especially 
applicable for the type of construction used in space simulation chambers. 
Conductance procedures do not apply to this problem in the free molecule 
flow regime and they must be solved by either Monte Carlo analysis or by 
radiation view factors. 

We are now ready to consider the time factor. As time passes, the in- 
creasing thickness of the ice layer on the cryosurface is continually 
raising the downstream pressure. This will force flow conditions toward 
the transition regime. However, if the flow rates are small, the time 
involved may be so long that it does not become a significant factor for 
any given run. This condition means that provisions for defrosting the 
pumping system should be made. Since the ice thickness is related to the 
effective condensing area, we must determine what area to use. It is felt 
that setting the condensing area equal to the envelope area is probably 
good design practice. 
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Up to this point our assumptions have been based on the premise that 
all of the gases present are condensable. This generally will not be true 
since at a surface temperature of 30 degrees Kelvin^ any Helium, Hydrogen 
or Neon present will not be condensed. This means that pockets where noo-^ 
condensables may collect should be eliminated. It also means that our 
design must allow for a free flow path to some other pumping apparatus 
whose function will be to remove the non-condensables, 

Cryopumping involves some surface phenomena which are dealt with here 
only as a matter of interest. Two examples are ’*bare surface effect’* /5/ 
and "trapping effect" /5/. In the case of the bare surface effect^, it has 
been noted that the sticking coefficient is very low and increases gradual- 
ly to some constant or nearly constant value as the surface becomes coated 
with ice. This phenomenum is consistent with condensation theory. It has 
been noticed in the trapping effect that some condensed phases have the 
ability to trap molecules at the surface and perhaps reduce absolute evapora- 
tion from the surface. Water vapor apparently will even trap some non- 
condensables. The trapping effect is of particular interest in large space 
simulation chambers. 
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Conclusions. 



Cryogenic vacuum pumping techniques are being used in applications 
where the flow regime ranges from free molecule (space simulation chambers) 
to wind tunnels operating in the continuum regime. The concept of conduct- 
ance is the only method presently available for analyzing the significant 
parameters throughout this range. Conclusions based on this concept are. 

1) The conductance relations indicate that conductance increases 
as the flow regime moves from free molecule to continuum flow. The extreme 
ly low conductance in the free molecule flow regime is particularly signifi 
cant and is a major factor in the design of low density flow systems. In 
this respect, a cryopump has a significant advantage over conventional 
pumping systems in that it may be mounted directly inside the vacuum chambe 
thereby reducing total system conductance to a minimum. 

2) Cryogenic pumping design is basically a balance between reduc 
ing the heat load on the cryopump and optimizing the conductance of the 
system. This is particularly true in low density wind tunnel applications. 

3) Radiation shields are required for the economical utiliza- 
tion of the cryogenic pumping system. 

4) The addition of fins to cryopumping surfaces increases their 
performance by raising the capture coefficient. 

5) The maximum benefit to be derived from the use of fins occurs 
when the non-condensable input is very small. 
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Fig. 1. Mean free path of Nitrogen. 
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Fig. 2. Value of Clausing’s K factor. 
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Fig. 3. Ratio of long tube conductance to true conductance 
as a function of length to radius ratio. 
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Fig. 4. Ratio of actual conductance to the molecular flow 

conductance for long tubes as a function of Knudsen 
number. 
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Fig. 5. Vapor pressure of solid Nitrogen. 




Fig. 6. Total enthalpy as a function of temperature for 
Nitrogen. 
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Fig. 7. Heat transfer rate for Nitrogen condensing at 
25°K as a function of mass flow rate and gas 
temperature. 
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APPENDIX II 



Glossary 

Slip Flow Regime : As the density of a flowing gas is lowered to a 

point where all collisions other than intermolecular ones can no longer 
be neglected, it is observed that the gas begins to *slip* over the wallo 
Flow in which this occurs is known as viscous flow with slip, or more 
commonly, slip flow. It occupies a portion of the transition regime as 
defined in this paper. 

Slip Coefficient : The degree of slip is expressed by a constant 

called the slip coefficient. The slip coefficient may be defined as the 
ratio of the slip velocity to the velocity gradient at the wall /24/. 

Specular reflection : A molecule is said to reflect specularly when 

the tangential velocity component is conserved and the normal velocity compo- 
nent undergoes a reversal in direction but no change in magnitude. In other 
words, the reflection is a perfectly elastic one, such as a ball bounding 
from a smooth, hard surface. 

Diffuse reflection : A molecule is said to reflect diffusely when 

the ultimate direction of reflection is independent of the incident direc- 
tion of a given molecule. Diffuse reflections are normally considered to 
obey Lambert's cosine law. 

Lambert's Cosine Law : The probability of a molecule leaving the sur- 
face in any given direction is proportional to the cosine of the angle of 
that direction to the normal to the surface. 

Maxwell's Reflection Coefficient : This ratio expresses the fraction 

of tangential momentum which a molecule gives to a surface upon striking it. 
By considerations of the kinetic theory of gases /24/, Maxwell's reflection 
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coefficient may be related to the slip coefficient by the following 



formula. 
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Accommodation Coefficient : (Thermal Accommodation Coefficient) 

When a molecule strikes a wall, we would not expect a complete inter- 
change of energy to occur on the first collision. Ir fact, it may take 
many collisions for this to occur. Therefore, Knudsen introduced the ac~ 
commodation coefficient to indicate the extent to which molecules that are 
reflected from a surface have their mean energy adjusted or accommodated to- 
ward what it would be if the returning molecule were issued out of a Maxwellian 
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gas at the temperature of the wall. The accommodation coefficient m.ay 
therefore, be defined either in terms of energy as, 
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1 s 

or, by assuming the accommodation coefficient to have the same value for 
the internal molecular energy that it has for the translatory energy, in 
terms of temperature as, 
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where the subscript i stands for incident, the subscript s for surface, 
and the subscript r for the actual state of the reflected molecule. At 
other than high temperature the two expressions are equivalent /24/<, 

Representative values of the accommodation coefficient are included in 
the following table for air. 



Accommodation Coefficient for Air 
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Machined Aluminum 


0,95 - 


0,97 


Etched Bronze 


0.93 - 


0,95 


Polished Bronze 


0.91 - 


0.94 


Etched Aluminum 


0.89 - 
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Etched Cast Iron 


0.89 - 
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Flat Laquer on Bronze 


0.88 - 
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Polished Aluminum 


0.87 - 


0.95 


Polished Cast Iron 


0.87 - 


0.93 


Machined Cast Iron 


0.87 - 


0,88 
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We would expect that the thermal accommodation coefficient would be 
different for translational, rotational and vibrational molecular energies^ 
However, experimental evidence seems to indicate that one coefficient is 
generally sufficient /6/. 

Maxwellian Gas ; A Maxwellian gas is a gas whose molecular velocities 
are distributed in accordance with the Maxwell-Bo Itzmann distribution laws. 
Pumping Speed : The speed of a pump, S, is defined /!/ by the relation 



dp 

dt 



S 

c 



(P - p,), 



where P is the attainable vacuum and C the volume to be exhausted, S has 
s 

the units of conductance and is quoted frequently in liters per second. We 
may also define 

E = S (1 - 

SO that 



^ dt C 

and E is the actual rate of exhaust at any instant. Thus, E varies from 

values approximately equal to S at large values of P to zero at P P . 

s 

The value of S then drops with time to a zero value when the attainable 
vacuum has been reached. 
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